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ABSTRACT
Among other tests, Barts Health NHS Trust clinical 
transplantation laboratory conducts two important gene- 
detection tests: human leucocyte antigen (HLA)- B*27 
(‘B27’, associated with the diagnosis of ankylosing 
spondylitis) and HLA- B*57:01 (‘B57’, associated with 
prediction of abacavir hypersensitivity disorder). The 
turnaround time (TaT) from sample receipt to return of 
results is important to clinicians and their patients but was 
not monitored. Furthermore, we anticipated an imminent 
increase in demand from a forthcoming pathology service 
merger, together with long- term increases with the rise of 
personalised genetic medicine.
In this quality improvement project, we identified current 
TaT performance and sources of delay. Over three plan- 
do- study- act (PDSA) cycles, we tested three change ideas, 
two involving using IT to remove manual administrative 
steps and alert us to samples needing progressing; both 
were retained. The other change involved separating out 
the targeted tests; we judged this not worthwhile with 
current demand levels, although something to be re- 
examined when volumes increase. During the project, we 
reduced mean TaT from 3.8 to 3.3 days and increased the 
proportion within our 5- day target from 78% to 100%. 
These have been sustained (at 3.4 days and 97%) for the 
3 months following our PDSA cycles and illustrate that 
reducing variation can be as impactful as reducing the 
mean.
We conducted this project during the COVID-19 disruption, 
which reduced demand substantially. We took advantage 
of this to allow staff to spend time on these improvement 
activities. Another interesting feature of the work is that 
during the project, we compared changes in performance 
on our targeted B27/B57 tests with that on another 
comparable test as a control, to consider the impact of 
the general increased attention (the Hawthorne effect). 
We found that performance on this control also increased 
comparably, but then fell away after our project finished, 
while it did not for B27/B57.

PROBLEM
The Barts Health NHS Trust (BHNT) clinical 
transplantation laboratory (CTL) (‘the lab’) 
undertakes organ matching and compati-
bility testing in support of large renal and 
stem cell transplant programmes for our 
Trust and heart/lung and stem cell transplant 

programmes for Great Ormond Street 
Hospital. Alongside this work, the lab also 
provides human leucocyte antigen (HLA) 
and human homeostatic iron regulator (High 
FE2+ or HFE) gene testing to a wide range 
of service users within our Trust and further 
afield. These tests aid disease diagnosis and 
avoid patient hypersensitivity reactions in 
response to certain drugs. The lab provides a 
service for testing a wide range of HLA genes. 
For this quality improvement (QI) project, we 
concentrated on two important tests: detec-
tion of HLA- B*27 (‘B27’) and HLA- B*57:01 
(‘B57’) genes.

In previous years, substantial improve-
ments have been made in our processes for 
the renal, heart/lung and stem cell trans-
plant testing pathways. Much of this was 
possible as these pathways use a laboratory 
information management system (LIMS), 
which we manage locally. However, the B27/
B57 gene tests use the WinPath LIMS, which is 
managed on a pathology- wide basis, so these 
tests did not benefit from the same improve-
ment efforts. The two drivers for the timing 
of this QI work were: (i) the realisation that 
for these tests we had not been monitoring 
the turnaround time (TaT, from receipt at 
CTL reception to completion (authorisation 
of the results on the LIMS)). We decided 
5 days was a suitable TaT target (see ‘Design’ 
section), but were unsure whether we were 
achieving this or not—staff believed that 
often we were not; and (ii) we anticipated a 
~10% rise in B27/B57 test sample numbers 
in the coming year following the pathology 
merger between BHNT, Homerton Univer-
sity Hospital NHS Foundation Trust and 
Lewisham and Greenwich NHS Trust to 
form the East and South East London NHS 
Pathology Partnership.1 As there will be no 
additional funding with the sample number 
rise, we will need to absorb this extra demand 
into existing workflow.
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BHNT is the UK’s largest trust, serving a diverse popu-
lation of around 2.5 million people across East London 
and beyond. It is well documented that there is an 
over- representation of black, Asian and minority ethnic 
patients on both kidney and stem cell transplant waiting 
lists due to difficulties finding suitably matched donors.2 3 
Due to our patient demographic, this leads to a busy and 
high- pressure working environment in the lab, with 
complex testing for transplant patients managed along-
side other diagnostic testing, including B27/B57. Despite 
these pressures, we are aware of the importance of every 
test request—from finding a stem cell donor for a patient 
with leukaemia to confirmation of an ankylosing spondy-
litis (AS) diagnosis for an anxious patient.

The BHNT vision is ‘to be a high performing group of 
NHS hospitals, renowned for excellence and innovation 
and providing safe and compassionate care to our patients 
in East London and beyond’. This vision is expressed in 
the WeCare values of being Welcoming, Engaging, Collab-
orative, Accountable, Respectful and Equitable. At CTL, 
we are accountable to clinicians who use our service 
and, ultimately, to their patients. With this in mind, we 
believed we could improve our B27/B57 test TaT using 
the BHNT QI approach (WeImprove), which is under-
pinned by the model for improvement and its plan- do- 
study- act (PDSA) cycles.4 5 This approach uses the model 
for improvements three systems thinking questions to 
gain an understanding of the system: “What are we trying 
to accomplish?” “How will we know the change is an 
improvement?” and “What changes can we make that will 
result in the improvements that we seek?”6 Once ideas 
have been generated, they are tested via successive PDSA 
cycles in a disciplined way, learning from the successes 
and failures in each cycle. The benefits of this method 
is that is it simple, uses an easy- to- understand systematic 
approach and has been shown to be highly effective in 
healthcare settings.4 It is suited to systems which generate 
easily available, fast- feedback and quantifiable data in an 
ongoing manner—such as TaTs.

As discussed in the ‘Design’ section, we set our main 
project aim to be: to achieve a 5- day TaT for >90% of the 
B27/B57 samples by the end of the 2- month intervention 
period.

BACKGROUND
HLAs are proteins on the surface of cells which are 
crucial for normal immune function. These are a diverse 
set of proteins with nearly 29 000 HLA alleles identified 
as of December 2020.7 Certain HLA alleles have been 
shown to be associated with specific diseases (such as 
HLA- B*27 with AS, HLA- C*06 with psoriasis and HLA- 
B*51 with Behçet’s disease).8 AS is part of a heterogenous 
group of conditions with overlapping clinical manifesta-
tions known as seronegative spondyloarthopathies. It is 
a chronic, progressive inflammatory arthropathy which 
presents as severe back pain and spinal stiffness.9 There is 
often a significant delay in the diagnosis of AS, due to the 

diverse presentation of often generic symptoms such as 
back pain, along with the lack of a specific laboratory diag-
nostic test for the condition.9 The time to diagnosis can 
be lengthy, as long as 7–10 years,10 11 which is associated 
with poor treatment responses and worse outcomes.12 As 
there is no single diagnostic laboratory test for AS, a diag-
nosis is arrived at through specialist assessment of clinical 
features.9 Presence of the B27 gene has long been known 
to be significantly associated with AS, with a diagnostic 
sensitivity and specificity of 90%.13 The current guide-
lines for diagnosis of AS state that presence of the B27 
gene along with two other spondylarthritis features (such 
as inflammatory back pain, uveitis, psoriasis, enthesitis, 
etc) is highly suggestive of AS and should be confirmed 
with an MRI.14 Therefore, testing for B27 as early as 
possible can guide clinicians to a more precise evaluation, 
contributing to earlier diagnosis and so to better patient 
outcomes.10

HLA alleles are also associated with ‘type B’ adverse drug 
reactions (ADRs): allergic reactions to certain drugs related 
to host pharmacogenetic factors (rather than drug dose or 
pharmacology).15 Examples of ADRs include drug- induced 
hypersensitivity syndrome in response to abacavir, and 
Stevens- Johnson syndrome in response to carbamazepine.15 
ADRs cause significant morbidity and mortality and so an 
understanding of the immune mechanisms which drive 
the pathogenesis is highly desirable. Abacavir is a nucleo-
side reverse- transcriptase inhibitor with activity against the 
HIV.16 It is part of one of the initial regimens recommended 
for most patients with HIV, as these regimens have demon-
strated durable virological efficacy, good tolerability/toxicity 
profiles and ease of use.17 However, ~5% of patients develop 
a hypersensitivity reaction to abacavir, presenting as a combi-
nation of fever, rash, gastrointestinal and respiratory symp-
toms which become more severe with continuation of the 
treatment.18 In 2002, this reaction was shown to be associated 
with the presence of the HLA- B*57:01 allele, which has a 
prevalence of ~4% in the UK population.19–21 As a result, the 
current standard of care is to ensure that a patient is negative 
for the B*57:01 gene before starting a course of abacavir.17

The key performance indicator (KPI) for our CTL service 
is TaT, which has long been a marker of laboratory quality; 
an unsatisfactory TaT can be a major source of complaints 
about laboratories.22 Laboratories have a responsibility to 
patients to produce reliable and precise results within a 
target TaT so that clinicians can make treatment decisions: 
lab staff have to balance timeliness and precision. The link 
between short TaTs and other measures such as length of 
hospital stay is well documented in the rapid laboratory 
disciplines such as haematology and biochemistry22 and 
has also been the subject of much recent discussion during 
the COVID-19 pandemic, where rapid TaT of COVID-19 
tests has been shown to be crucial in tracking, tracing and 
containing the spread of the infection.23 Timely return 
of results in other areas, such as genetic- based testing, is 
becoming more important with advances in precision medi-
cine. Personalised therapies based on genetics are a key part 
of healthcare strategies such as the NHS Long Term Plan.24 
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In histocompatibility and immunogenetics (H&I), there has 
been little published QI work. A PubMed search using search 
terms “quality improvement” with “HLA” or “Histocompati-
bility” or “Immunogenetics” only returns one relevant result: 
a QI project undertaken by the UCLA Immunogenetics 
Centre on improving electronic reporting of HLA antibody 
testing results.25 To the best of our knowledge, there is no 
previous published QI work on HLA genetic testing.

MEASUREMENT
Figure 1 shows the workflow and our metrics. Our KPIs 
were the twin metrics of mean TaT (KP1) and % within our 
TaT target of 5 days (KP2). As noted, we expect demand 
to increase in future, but COVID-19 disruption caused a 
major reduction as many outpatient and GP appointments 
were cancelled or moved online during the pandemic. We 
monitored demand as a balancing metric (BM). During the 
project, we also introduced two (internal) process metrics 
(PM) for monitoring change impact (PM1 to monitor the 
percentage of tests that were included on the next available 
Luminex run, and PM2 to monitor test to authorisation 
time), plus an individual test sample progress monitoring 
measure (time in process so far (TiP), so we could identify 
samples at risk of breaching the target).

We collected two sets of TaT data as baseline measure-
ments: pre- COVID-19 (September– November 2019) and 
during COVID-19 (June 2020), to assess baseline TaTs 
during both previous workloads and the reduced (‘new 
normal’) volumes.

The online supplemental figure shows the five metrics 
over all periods of interest. The KPI and PM graphs are 
in statistical process control (SPC) format, showing the 
mean underlying levels, the three sigma process variation 

limits for ‘common cause’ (random) variation and poten-
tial non- random datapoints (‘special cause’ variation).5 
Figures 2–4 pick out the most relevant graphs (the top 
three in the right- hand column).

To obtain these data, the pathology information and 
communications teachnology (ICT) team granted us 
access to WinPath’s PathManager reporting tool. Our base-
line data analysis showed that we received on average 183 
B27/B57 samples per month between September and 
November 2019, with 65% authorised within the 5- day 
TaT target, compared with June 2020 (the ‘new normal) 
when only 46 samples were received. With the drop in 
sample volume due to COVID-19, the overall mean TaT 
fell below 5 days (figure 2) and the percentage of samples 
authorised within 5 days increased (to 78%) but was still 
below our target KPI of 90% (figure 3). Considering 
both the pre- COVID-19 performance (left column of the 
online supplemental file) and our immediate prechange 
baseline (‘new normal’) suggests that we can attribute 
any improvement seen in this QI project to interventions 
rather than merely to the reduction in sample numbers 
which occurred during the pandemic. We examined TaT 
after each intervention stage to assess effectiveness.

DESIGN
We decided on a 5- day TaT target (KP1) for a number 
of reasons. First, this is the target which other NHS H&I 
laboratories in England are using for these tests and 
therefore brings us in line with the national benchmark. 
Second, this is relatively fast compared with TaTs for our 
other tests (typically 14 or 21 days) and would reduce 
potential further delays to patients starting treatment, 

Figure 1 Process map. BM, balancing metric; KP, key performance; PM, process metric; TiP, time in process so far.
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especially for abacavir treatment for HIV (which depends 
on the B57 test).

We decided on an additional target (KP2): at least 
90% achievement of the 5- day TaT, to be consistent with 
performance measurement reporting for the other tests 
we provide.

The lead author (EW) led this QI project, starting with 
a socially distanced CTL team meeting in June 2020 to 
discuss the project; staff were enthusiastic and suggested 
where delays were occurring in the B27/B57 pathway 
along with ideas for improvement. Based on this meeting, 
we drew a process map of the pathway (figure 1), high-
lighting the areas causing delays. We then formed a 
subteam of scientists and lab technicians to test the 
changes. This smaller team met after each PDSA cycle 

(every 3 or 4 weeks) to discuss the results from the current 
cycle and plans for the next.

The main constraint anticipated at the start was a block 
to major changes to the LIMS, since the pathology ICT 
team were working on a pathology- wide project and so 
had frozen any major changes for individual depart-
ments. Therefore, our change ideas were limited to small 
changes to the LIMS or other process changes we could 
make within our own team.

STRATEGY
In our project time- period, we undertook three PDSA 
cycles (table 1).

Figure 2 Statistical process control chart of key performance metric 1 (KP1)—daily mean turnaround time (TaT). PDSA, plan- 
do- study- act. The special cause outliers with a significantly longer TaT (such as the one in PDSA 2), were investigated and 
found to be due to various rare events (such as rare allele samples or unusual results requiring repeats) and one instance of staff 
missing the electronic worklist.

Figure 3 Statistical process control chart of key performance metric 2 (KP2)—weekly percentage of turnaround time (TaT) 
within the 5- day target. PDSA, plan- do- study- act.

 on M
ay 19, 2023 by guest. P

rotected by copyright.
http://bm

jopenquality.bm
j.com

/
B

M
J O

pen Q
ual: first published as 10.1136/bm

joq-2021-001538 on 13 S
eptem

ber 2021. D
ow

nloaded from
 

http://bmjopenquality.bmj.com/


 5White E, et al. BMJ Open Quality 2021;10:e001538. doi:10.1136/bmjoq-2021-001538

Open access

Plan-do-study-act 1
In Pareto analysis, categories of causes of an outcome are 
displayed in order of frequency of occurrence to help 
focus QI.5 This analysis showed that the most frequent 
category associated with breaches of the TaT target 
was delay between sample receipt and sample set up 
on a Luminex run (figure 1). This, then, was the focus 
for our first intervention. Root cause analysis showed 
that a particular problem here was failing to include a 
sample on the next run. We therefore established PM1 to 
monitor the percentage successfully included on the next 
available run, and so pick up the impact of intervention. 
The baseline level was only 70% (figure 4).

Our change was to replace a manual, paper- based 
worklist- generation process with a faster and more reli-
able automated LIMS query which generated an Excel 
worklist. The results were dramatic improvements in 
PM1 to 97% on the next Luminex run (figure 4) and in 
overall TaT, with 92% of samples now within 5 days TaT 
(figure 3). In addition, feedback from the staff was very 
positive. This was adopted as a permanent change, and 
we carried on monitoring PM1 for 3 more months (reli-
ably achieving 100% of samples on the next run).

This change, though, had the unintended consequence 
of requiring us to overhaul our sample set up methods. 
Previously, the paper worklist had also been used to 
record important assay information (dates of sample set 
up, analysis and authorisation and reagent lot numbers) 
and was also used to track where each sample was within 
the system. When we eliminated the paper setup sheet in 
this PDSA, we realised this extra information had to be 
recorded elsewhere. To solve this, we created electronic 
worksheets to record the run setup/reagent information 
and an electronic master sample log where we could track 
each sample in the system. Feedback from staff about 
these follow- on changes was also very positive.

Plan-do-study-act 2
Despite the dramatic improvement from PDSA1, we wanted 
to continue to look at other areas of our process, so that 
when sample numbers return to their pre- COVID-19 levels 
we would have a robust system in place to maintain TaT 
performance. The next identified delay highlighted on the 
process map was between sample test and authorisation steps 
(figure 1). We set up PM2 to monitor the time between these 
stages and established that the baseline performance on it in 
the period prior to PDSA2 was 2.0 days.

To reduce this delay, in the analysis and checking stages we 
separated B27/B57 tests from the renal and stem cell trans-
plant tests (since these latter ones take longer). This reduced 
PM2 to 1.8 days (mean time between testing and authorisa-
tion), but the variation increased. Although this resulted in 
a further increase in the percentage of samples authorised 
within 5 days (to 98%, figure 3), it also resulted in an increase 
in the number of sets of samples at different stages of anal-
ysis and checking. Feedback from staff was that managing 
this required closer communication between each other. We 
decided the sample volume at the time did not warrant this 
extra complication, so the decision at the ‘act’ phase was to 
not retain this process change.

Plan-do-study-act 3
This built on the success of the automated system in PDSA1 
and the electronic data recording for B27/B57 samples 
created as a follow- on. We decided to try to use this new 
tracking system to automatically calculate each sample’s 
time- in- process so far, indicated as TiP in figure 1. We then 
set the IT to generate a daily automated ‘amber alert’ email 
warning about samples booked in 2+ days previously (so 
currently 3 days or less from 5- day TaT target limit—and so 
at risk of breaching it). This email was received by the clinical 
scientists every morning to enable the scientist in charge of 
the day- to- day workload to deploy staff as required to prior-
itise analysis/checking and avoid breaches. This change 

Figure 4 Statistical process control chart of process metric 1 (PM1)—weekly percentage on next available Luminex run. 
PDSA, plan- do- study- act.
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was very successful: no samples breached TaT in the 4- week 
PDSA period and staff feedback was positive. Therefore, the 
change was retained.

RESULTS
The results are illustrated in figures 2–4 (and the online 
supplemental figure). Our main outcome measures were 
mean sample TaT (KP1) and the percentage authorised 
(completed) within 5 days (KP2). TaT had reduced from 

the pre- COVID-19 levels (mean TaT 5.1 days) to a new 
baseline (mean TaT 3.8 days) as the sample volume (BM) 
decreased during the COVID-19 pandemic. Through this 
QI project, the TaT dropped further, reaching a mean 
TaT of 3.2 days with PDSA2. The percentage completed 
within 5 days (KP2) increased rapidly as a result of the 
interventions, and we achieved our aim of at least 90% 
of samples authorised within 5 days by the end of PDSA1 
(figure 3). The graphs also show that the performance 

Table 1 Improvement cycles

PDSA cycle Plan/Prediction Do Study Act
Time 
required

Baseline
(‘new normal’)

    KP1: mean TaT=3.8 days.
KP2: % of TaT≤5 days=78%.
PM1: % on next run=70%.
PM2: mean 
test→authorised=2.0 days.

  4 weeks

PDSA1 Remove need for a clinical 
scientist to create paper 
B27/B57 worklist (manual 
transcription step) for Luminex 
setup.
Predictions:

 ► Setup standardised.
 ► More samples included 
on next Luminex run (PM1 
increase)→reduce mean 
time between sample 
receipt and sample setup.

 ► Can monitor repeats and 
track samples.

Create automated 
query to produce list of 
samples received the 
previous day, saved as 
Excel spreadsheet on 
shared server.
Sample list then make 
available first thing 
in morning to the lab 
technician setting up 
Luminex run.

PM1: 97%—success.
Only one instance of a 
sample not being set up 
on the next available run 
(figure 3).
KP1: 3.5 days.
KP2: 92%.
Unexpected: lose recording 
of assay information.

Worthwhile improvement.
Adopt as permanent 
change. (S shown to be 
reliably sustained over the 
subsequent 3 months: all 
samples added to next 
available Luminex run.)
Create new electronic 
master sample log.

3 weeks

PDSA2 Separate analysis and 
checking of B27/B57 (quicker) 
from renal/stem cell samples 
(slower).
Prediction:

 ► Reduce mean time between 
samples tested and 
authorised (PM2 decrease).

Introduce new parallel 
process.

PM2:1.8 days—small 
reduction; but variation 
limits increased (bad).
No. of runs at different 
stages of analysis/
checking increased: closer 
communication required 
between staff.
Sample volumes low (COVID 
impact): Luminex runs not at 
capacity, so splitting the run 
into renal/stem cell patients 
and B27/B57 not (currently) 
necessary and increases 
confusion.
KP1: 3.2 days.
KP2: 98%.

Not currently worthwhile: 
(withdrawn and park).
(Could be tested again 
when sample volumes 
increase after COVID 
impact.)

4 weeks

PDSA3 Improve tracking of B27/B57 
samples so analysis/checking/
authorisation not missed in 
daily work planning.
Prediction:

 ► Better prioritisation 
of workload: samples 
not overlooked→fewer 
breaches of TaT target.

Add B27/B57 tracking 
to existing electronic 
dashboard and ‘amber 
alerts’ system based on 
time in process so far 
(TiP).
Create automated query 
to generate ‘amber 
alert’ list of all B27/
B57 samples booked 
in >2 days previously 
(TiP >2 days).
Email list to all clinical 
scientists first thing 
every morning.

KP1: 3.3 days (not material 
change), but variation lower 
(good).
KP2=100% all samples 
had TaT 2, 3 or 4 days: 
no samples breached TaT 
target.
TiP is a useful tool for 
workflow progress planning.

Successful: more capable 
process.
Adopt as permanent 
change, retain TiP.

4 weeks

KP, key performance; PM, process metric; TaT, turnaround time.
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has been sustained for the 3 months following our PDSA 
cycles, while the demand has increased (though not yet 
to pre- COVID heights). There have been a few potential 
special cause outliers, which we investigated and found to 
be due to various rare events (such as rare allele samples 
or unusual results requiring repeats) and one instance 
of staff missing the electronic worklist, from which we 
have learnt. The mean TaT (KP1, figure 2) for the post- 
PDSAs period is 3.4 days, and (the above events aside) it 
is ‘capable’ of reliably meeting the 5- day target since the 
upper of the red three sigma process variation limits does 
not exceed the target. Similarly, KP2 (figure 3) is 97% of 
individual TaTs within 5 days, and just- about capable of 
reliably meeting the 90% target. The special cause here 
was triggered by the incident noted above where a work-
list was missed.

The change which had the largest effect was PDSA1, 
the replacement of the manual paper worklist with an 
automated sample list, available first thing each morning 
so that the lab technicians did not have to wait for it to 
be created by the duty scientist. This was very successful 
in ensuring that every sample went on the next available 
run (figure 4).

The SPC graphs in figures 2–4 illustrate that targeting 
a source of delay can reduce variation significantly, and 
that this can have a dramatic impact on the proportion 
within a target (so the success rate) even if the impact 
on the mean time itself is relatively modest: variation can 
matter as much or more than the mean. The graphs also 
show that the changes made have had a sustained effect 
on the TaT (figures 2 and 3).

LESSONS AND LIMITATIONS
The most significant limitation in this QI project is that 
the changes were implemented at a time when sample 
numbers were materially lower than usual because of 
the COVID-19 pandemic. We mitigated this limitation 
by obtaining two baseline data sets: both pre- COVID-19 
and during COVID-19. Although this meant we were not 
testing the changes at normal sample volumes, the reduc-
tion in volume was beneficial as it allowed us time as a 
lab to examine our systems closely and work on change 
ideas as a team. On the other hand, our team, as across 
the NHS, had to adapt to incorporating some remote 
working during 2020. This meant that the entire team 
was unable to meet in person during this QI project. The 
PDSA2 experiment (separating workflows during anal-
ysis and checking) revealed that that change required 
additional staff communication and coordination. The 
reduced routine staff contact during COVID-19 may have 
contributed to our staff judging that this requirement 
made the change not worthwhile at that time.

Another potential limitation of the changes made is 
the confounding hypothesis that the improvement in 
TaT could be due to increased staff attention during the 
QI: the Hawthorne effect.26 Since B27/B57 samples are a 
small part of our workload, and one on which we never 

reported our KPIs, these samples were always lowest of 
staff priorities. They instinctively focused on our trans-
plant work—for which we are required to have results 
ready for multidisciplinary team meetings and for which 
we regularly examine our KPIs.

To examine this potentially confounding effect, we 
compared the within-5- day performance of B27/B57 
with that of our HFE gene test (a similar standalone test 
for which, historically, we also had not examined TaTs). 
The baseline data for the HFE TaT were similar to B27/
B57: 55% authorised within 5 days during September–
November 2019 and 79% in June 2020. During this B27/
B57 QI project, the HFE performance also increased 
to 96% and 92% in July and August 2020, respectively, 
despite no changes having been made to that pathway. 
However, following the end of the increased attention 
stimulated by the QI project in the lab, the performance 
for B27/B57 has remained high (98%, 97% and 95% for 
September, October and November 2020, respectively; 
figure 3), whereas for HFE it has been decreasing (97%, 
87% and 83%). This suggests the Hawthorne effect may 
have impacted performance during the PDSA cycles, 
but it is not responsible for (all) our new performance 
level for B27/B57. It is, though, a reminder for future QI 
projects of this potential confounding effect, the impor-
tance of demonstration sustained change and the value of 
‘control’ comparisons where possible.

A potential limitation of the change implemented in 
PDSA3 is that staff focus on expediting samples about to 
breach could adversely affect progress of other samples. 
Therefore, an adaptation to consider could be ‘time 
buffer management’ as has been used in accident and 
emergency and inpatient wards.27 28 This would use 
the TiP measure to predict the time of completion and 
compare this with the required time of completion, 
protected by a time buffer. For each sample, the status of 
its time buffer would determine its progress status, which 
would determine its priority, colour- coded in the dash-
board system. A sample slipping towards the red zone 
(predicted to be in danger of using up all its time buffer 
and so at risk of breaching the target TaT) could then be 
targeted, particularly at the two main stages where delays 
were identified by our Pareto analysis: sample set- up and 
result authorisation. This information could also be used 
for further analysis, for example, regular investigations of 
root causes for samples entering ‘red’ status.

CONCLUSION
NHS laboratories are increasingly being asked to 
provide more tests and services for patients, with drivers 
including the demand for more genetic testing as the 
NHS moves towards personalised medicine. However, 
the corresponding additional funding and staff is often 
not available. A parallel pressure is the need for earlier 
availability of results to enable clinicians to make earlier 
treatment decisions and so increase benefit to patients. 
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Consequently, increasing automation and reducing staff 
hands- on time in the labs is important.

We have demonstrated that it is possible to examine 
processes in a genetic testing pathway, make straightfor-
ward process improvements and materially improve TaT 
performance through a QI process. We were pleased to 
fairly quickly achieve our aim of achieving at least 90% of 
samples being reported within 5 days of receipt, establish 
that this change was sustainable and start monthly moni-
toring of TaTs. We hope this project will demonstrate 
the potential to other H&I laboratories; further work is 
underway to disseminate this QI project both within the 
Trust and to H&I laboratories nationwide.

Acknowledgements The authors would like to thank everyone at the Clinical 
Transplantation Laboratory at Barts Health NHS Trust for their contribution and 
work on this project. EW conducted this work as part of the QI unit of the Higher 
Specialist Scientist Training Programme (HSST), run by Alliance Manchester 
Business School of the University of Manchester and the Manchester Academy 
for Healthcare Scientist Education (MAHSE), on behalf of the National School of 
Healthcare Science, part of NHS Health Education England.

Contributors EW designed the work in consultation with DK. EW performed the 
collection, analysis and interpretation of data. EW and NP drafted the work. All 
authors reviewed the draft. DK is the guarantor of the manuscript.

Funding The authors have not declared a specific grant for this research from any 
funding agency in the public, commercial or not- for- profit sectors.

Competing interests None declared.

Patient consent for publication Not required.

Provenance and peer review Not commissioned; externally peer reviewed.

Data availability statement All data relevant to the study are included in the 
article.

Supplemental material This content has been supplied by the author(s). It has 
not been vetted by BMJ Publishing Group Limited (BMJ) and may not have been 
peer- reviewed. Any opinions or recommendations discussed are solely those 
of the author(s) and are not endorsed by BMJ. BMJ disclaims all liability and 
responsibility arising from any reliance placed on the content. Where the content 
includes any translated material, BMJ does not warrant the accuracy and reliability 
of the translations (including but not limited to local regulations, clinical guidelines, 
terminology, drug names and drug dosages), and is not responsible for any error 
and/or omissions arising from translation and adaptation or otherwise.

Open access This is an open access article distributed in accordance with the 
Creative Commons Attribution Non Commercial (CC BY- NC 4.0) license, which 
permits others to distribute, remix, adapt, build upon this work non- commercially, 
and license their derivative works on different terms, provided the original work is 
properly cited, appropriate credit is given, any changes made indicated, and the use 
is non- commercial. See: http:// creativecommons. org/ licenses/ by- nc/ 4. 0/.

ORCID iD
Nathan Proudlove http:// orcid. org/ 0000- 0002- 1176- 8088

REFERENCES
 1 Barts Health NHS Trust. Three London NHS trusts confirm new 

pathology partnership network, 2020. Available: www. bartshealth. 
nhs. uk/ news/ three- london- nhs- trusts- confirm- new- pathology- 
partnership- network- 8753 [Accessed 3 Jan 2021].

 2 NHSBT. Organ donation and transplantation data for black, Asian 
and minority ethnic (BAME) communities, 2019. Available: https:// 
nhsbtdbe. blob. core. windows. net/ umbraco- assets- corp/ 17882/ 
organ- donation- and- transplantation- bame- activity- report- 2018- 
2019. pdf

 3 Eleanor Smith MP. Ending the silent crisis: review into BAME blood, 
stem cell and organ donation in UK, 2018. Available: www. nbta- uk. 
org. uk/ wp- content/ uploads/ 2018/ 06/ BAME- Donation- review- 29. 5. 
18. pdf

 4 Barts Health NHS Trust. Getting to good and outstanding: how 
we will improve quality, 2020. Available: www. bartshealth. nhs. uk/ 
download. cfm? doc= docm93jijm4n11186. pdf& ver= 18782 [Accessed 
27 May 2020].

 5 Provost L, Murray S. The health care data guide: learning from data 
for improvement. San Francisco: Jossey- Bass, 2011.

 6 Langley GJ, Nolan KM, Nolan TW, et al. The improvement guide: a 
practical approach to enhancing organizational performance. San 
Francisco: Jossey- Bass, 1996.

 7 Robinson J, Halliwell JA, Hayhurst JD, et al. The IPD and IMGT/
HLA database: allele variant databases. Nucleic Acids Res 
2015;43:D423–31.

 8 Dendrou CA, Petersen J, Rossjohn J, et al. HLA variation and 
disease. Nat Rev Immunol 2018;18:325–39.

 9 BMJ Best Practice. Ankylosing spondylitis. British Medical Journal, 
2021. Available: https:// bestpractice. bmj. com/ topics/ en- gb/ 366 
[Accessed 10 Jan 2021].

 10 Fallahi S, Jamshidi AR. Diagnostic delay in ankylosing spondylitis: 
related factors and prognostic outcomes. Arch Rheumatol 
2016;31:24–30.

 11 Feldtkeller E, Khan MA, van der Heijde D, et al. Age at disease onset 
and diagnosis delay in HLA- B27 negative vs. positive patients with 
ankylosing spondylitis. Rheumatol Int 2003;23:61–6.

 12 Seo MR, Baek HL, Yoon HH, et al. Delayed diagnosis is linked to 
worse outcomes and unfavourable treatment responses in patients 
with axial spondyloarthritis. Clin Rheumatol 2015;34:1397–405.

 13 Gran JT, Husby G. HLA- B27 and spondyloarthropathy: value for early 
diagnosis? J Med Genet 1995;32:497–501.

 14 Rudwaleit M, van der Heijde D, Landewé R, et al. The development 
of assessment of spondyloarthritis International Society classification 
criteria for axial spondyloarthritis (Part II): validation and final 
selection. Ann Rheum Dis 2009;68:777–83.

 15 Pavlos R, Mallal S, Phillips E. HLA and pharmacogenetics of drug 
hypersensitivity. Pharmacogenomics 2012;13:1285–306.

 16 Mallal S, Phillips E, Carosi G, et al. HLA- B*5701 screening 
for hypersensitivity to abacavir. N Engl J Med Overseas Ed 
2008;358:568–79.

 17 BMJ Best Practice. HIV infection. British Medical Journal, 2021. 
Available: https:// bestpractice. bmj. com/ topics/ en- gb/ 555 [Accessed 
10 Jan 2021].

 18 Hetherington S, McGuirk S, Powell G, et al. Hypersensitivity 
reactions during therapy with the nucleoside reverse transcriptase 
inhibitor abacavir. Clin Ther 2001;23:1603–14.

 19 Mallal S, Nolan D, Witt C, et al. Association between presence of 
HLA- B*5701, HLA- DR7, and HLA- DQ3 and hypersensitivity to HIV-1 
reverse- transcriptase inhibitor abacavir. Lancet 2002;359:727–32.

 20 Hetherington S, Hughes AR, Mosteller M, et al. Genetic variations 
in HLA- B region and hypersensitivity reactions to abacavir. Lancet 
2002;359:1121–2.

 21 Zhou Y, Krebs K, Milani L, et al. Global frequencies of clinically 
important HLA alleles and their implications for the cost- 
effectiveness of preemptive pharmacogenetic testing. Clin Pharmacol 
Ther 2021;109:160–74.

 22 Hawkins RC. Laboratory turnaround time. Clin Biochem Rev 
2007;28:179–94.

 23 Larremore DB, Wilder B, Lester E, et al. Test sensitivity is secondary 
to frequency and turnaround time for COVID-19 screening. Sci Adv 
2021;7:eabd5393.

 24 NHS. The NHS long term plan, 2019. Available: www. longtermplan. 
nhs. uk/

 25 Geer LI, Kagele S, Townshend S, et al. Design of a state of the art 
reporting system and process improvement for reporting of high 
complexity single antigen bead data for transplant patients to the 
electronic medical record. BMJ Open Qual 2020;9:e000813–6.

 26 McCambridge J, Witton J, Elbourne DR. Systematic review of the 
Hawthorne effect: new concepts are needed to study research 
participation effects. J Clin Epidemiol 2014;67:267–77.

 27 Umble M, Umble EJ. Utilizing buffer management to improve 
performance in a healthcare environment. Eur J Oper Res 
2006;174:1060–75.

 28 Proudlove NC, Boaden R. Information systems for supporting 
operational management of hospital beds in the NHS. IJHTM 
2006;7:474–91.

 on M
ay 19, 2023 by guest. P

rotected by copyright.
http://bm

jopenquality.bm
j.com

/
B

M
J O

pen Q
ual: first published as 10.1136/bm

joq-2021-001538 on 13 S
eptem

ber 2021. D
ow

nloaded from
 

http://creativecommons.org/licenses/by-nc/4.0/
http://orcid.org/0000-0002-1176-8088
www.bartshealth.nhs.uk/news/three-london-nhs-trusts-confirm-new-pathology-partnership-network-8753
www.bartshealth.nhs.uk/news/three-london-nhs-trusts-confirm-new-pathology-partnership-network-8753
www.bartshealth.nhs.uk/news/three-london-nhs-trusts-confirm-new-pathology-partnership-network-8753
https://nhsbtdbe.blob.core.windows.net/umbraco-assets-corp/17882/organ-donation-and-transplantation-bame-activity-report-2018-2019.pdf
https://nhsbtdbe.blob.core.windows.net/umbraco-assets-corp/17882/organ-donation-and-transplantation-bame-activity-report-2018-2019.pdf
https://nhsbtdbe.blob.core.windows.net/umbraco-assets-corp/17882/organ-donation-and-transplantation-bame-activity-report-2018-2019.pdf
https://nhsbtdbe.blob.core.windows.net/umbraco-assets-corp/17882/organ-donation-and-transplantation-bame-activity-report-2018-2019.pdf
www.nbta-uk.org.uk/wp-content/uploads/2018/06/BAME-Donation-review-29.5.18.pdf
www.nbta-uk.org.uk/wp-content/uploads/2018/06/BAME-Donation-review-29.5.18.pdf
www.nbta-uk.org.uk/wp-content/uploads/2018/06/BAME-Donation-review-29.5.18.pdf
www.bartshealth.nhs.uk/download.cfm?doc=docm93jijm4n11186.pdf&ver=18782
www.bartshealth.nhs.uk/download.cfm?doc=docm93jijm4n11186.pdf&ver=18782
http://dx.doi.org/10.1093/nar/gku1161
http://dx.doi.org/10.1038/nri.2017.143
https://bestpractice.bmj.com/topics/en-gb/366
http://dx.doi.org/10.5606/ArchRheumatol.2016.5562
http://dx.doi.org/10.1007/s00296-002-0237-4
http://dx.doi.org/10.1007/s10067-014-2768-y
http://dx.doi.org/10.1136/jmg.32.7.497
http://dx.doi.org/10.1136/ard.2009.108233
http://dx.doi.org/10.2217/pgs.12.108
http://dx.doi.org/10.1056/NEJMoa0706135
https://bestpractice.bmj.com/topics/en-gb/555
http://dx.doi.org/10.1016/S0149-2918(01)80132-6
http://dx.doi.org/10.1016/S0140-6736(02)07873-X
http://dx.doi.org/10.1016/S0140-6736(02)08158-8
http://dx.doi.org/10.1002/cpt.1944
http://dx.doi.org/10.1002/cpt.1944
http://www.ncbi.nlm.nih.gov/pubmed/18392122
http://dx.doi.org/10.1126/sciadv.abd5393
www.longtermplan.nhs.uk/
www.longtermplan.nhs.uk/
http://dx.doi.org/10.1136/bmjoq-2019-000813
http://dx.doi.org/10.1016/j.jclinepi.2013.08.015
http://dx.doi.org/10.1016/j.ejor.2005.02.059
http://dx.doi.org/10.1504/IJHTM.2006.010412
http://bmjopenquality.bmj.com/

	Improving turnaround times for HLA-B*27 and HLA-B*57:01 gene testing: a Barts Health NHS Trust quality improvement project
	Abstract
	Problem
	Background
	Measurement
	Design
	Strategy
	Plan-do-study-act 1
	Plan-do-study-act 2
	Plan-do-study-act 3

	Results
	Lessons and limitations
	Conclusion
	References


